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The fourth objection which may be taken to this method, and it is one
from which II. is free, lies in the necessary creation of mechanical dis-
turbance in the neighbourhood of the suspended magnet.
How far these complications may be supposed to prejudice the result of
carefully conducted experiments must be left to the estimation of the reader
of my paper, in which very full data for a judgment are given. My own
opinion is, that while in the aggregate they must be allowed to have some
weight, they are far from preponderating over the advantages which the
method possesses in comparison with II.
If we take the view that the method itself is trustworthy, the principal
error will arise in connexion with the mean radius of the coil; and it
becomes an interesting question to consider whether advantage may be
expected from a further increase in the dimensions of the apparatus. For
this purpose we may regard tan <p as given. The total resistance H will be
proportional to n*a/S, where S denotes the aggregate section of the copper,
from which it follows that coS may be regarded as given, while a is left
undetermined by the consideration of sensitiveness. Thus, if we retain co
and S unaltered in a magnified apparatus, we shall have the same sensitive-
ness as before, while the increased diameter of the coil and the relatively
decreased dimensions of the section will conduce to a more accurate de-
termination of the mean radius.
The angular deflection being given, the correction for self-induction is
nearly constant whatever may be the proportions of the coil.
If we are of opinion that there is danger in the operation of self-
induction, the case becomes strong for the introduction of a second coil
in a plane perpendicular to that of the first*. By this means the relative
correction for self-induction would be reduced to one quarter, while the
deflection remained unaltered. It scarcely needs to be remarked that
this use of a second coil would not, as in IL, increase the uncertainty
depending upon the linear measurements, the two mean radii entering into
the result as parts, and not as factors.
This combination would lend itself especially well to low speeds of
rotation; for the deflecting force, being uniform in respect to time, would
not give rise to forced vibrations of the needle. The latter would have
nothing further to do than to indicate the direction of a constant field
of force.
IV.
This method, which was proposed by Foster f, and more recently by
Lipptnann, and to a certain extent executed by the former, is a modification
* Proc. Eoy. Soc. May 1881, p. 123 [vol. n. p. 19].
t Brit. Assoc. Report, 1881.